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ABSTRACT
Aim: The purpose of the current study was to compare the 
fracture resistance and mode of failure of zirconia and titanium 
abutments with different diameters.

Materials and methods: Fourteen groups of abutments 
including prefabricated zirconia, copy-milled zirconia and 
titanium abutments of an implant system (XiVE, Dentsply) were 
prepared in different diameters. An increasing vertical load 
was applied to each specimen until failure occurred. Fracture 
resistance was measured in each group using the universal 
testing machine. Moreover, the failure modes were studied 
and categorized as abutment screw fracture, connection area 
fracture, abutment body fracture, abutment body distortion, 
screw distortion and connection area distortion. Groups were 
statistically compared using univariate and post-hoc tests. The 
level of statistical significance was set at 5%.

Results: Fabrication method (p = 0.03) and diameter (p < 0.001) 
had significant effect on the fracture resistance of abutments. 
Fracture resistance of abutments with 5.5 mm diameter was 
higher than other diameters (p < 0.001). The observed modes 
of failure were dependent on the abutment material as well. 
All of the prefabricated titanium abutments fractured within the 
abutment screw. Abutment screw distortion, connection area 
fracture, and abutment body fracture were the common failure 
type in other groups.
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Conclusion: Diameter had a significant effect on fracture 
resistance of implant abutments, as abutments with greater 
diameters were more resistant to static loads. Copy-milled 
abutments showed lower fracture resistance as compared to 
other experimental groups.

Clinical significance: Although zirconia abutments have 
received great popularity among clinicians and even patients 
selecting them for narrow implants should be with caution.

Keywords: Copy milling, Diameter failure mode, Fracture 
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INTRODUCTION

The efficiency of titanium dental implants for replacing 
teeth in the oral cavity is well documented, as these abut-
ments are biocompatible and have acceptable mechanical 
properties.1 However, even when placed subgingivally, 
a dull gray background may compromise the esthetic 
results of these abutments.2,3 Because of high implant 
survival and success rates in treating single, partial or 
total edentulism, the esthetic outcome has become the 
main focus of interest in esthetically sensitive areas.4,5 

Hence, all ceramic abutments were introduced in 1991 
to evade discoloration at the cervical margin.6 Although 
these abutments show esthetically optimal results, their 
strength and fatigue resistance compared to metal abut-
ments, remain a concern.2 Aluminum oxide abutments 
have the advantage of optical translucency, shade and 
appropriate fit within the implant. However, they are 
sometimes not strong enough to endure the masticatory 
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forces.7 Moreover, zirconia abutments are gaining popu-
larity because of their light transmittance quality and 
color, as well as the reported high fracture resistance.8,9 

Assumed that the reported peak values for occlusal force 
in the incisal area is in the range of 90 to 370 N, a durable, 
esthetic restoration should resist such forces.10,11 Alumina 
fracture resistance (239 ± 83 N) is poor as compared to 
titanium (324 ± 85 N) or zirconia (294 ± 53 N).3,11,12

Zirconia abutments that are available in dentistry exist 
in various forms. They could be either prefabricated or 
custom-made. Prefabricated zirconia abutments, which 
could be completely or partially in zirconia, are usually 
made using computer aided designed/computer assisted 
manufactured (CAD/CAM) systems.13 Although, 
prefabricated abutments are uniform, standardized, easy 
to use and have an excellent fit, they cannot always provide 
the optimal morphology and esthetic, such as desired 
tooth dimensions and soft tissue contours.11,13,14 The 
aforementioned criteria can be achieved by customized 
ceramic abutments fabricated using either CAD/CAM, 
MAD/CAM (manually aided designed/computer 
aided manufactured), or MAD/MAM (manually aided 
designed/manually aided manufactured or copy milled) 
systems.15

On the other hand, there are various implant systems 
with different implant diameters that are subjected to 
use zirconia abutments. Stimmelmayr et al compared the 
fracture resistance of 3.75 and 5.5 mm diameter CAD/
CAM one piece zirconia abutments with zirconia abut-
ments containing titanium cores.16 They reported that the 
fracture strength of the implant abutment increased with 
the implant diameter and the fracture strength of zirconia 
abutments connected to titanium cores was significantly 
higher than the fracture strength of one-piece zirconia 
abutments.16 Although zirconia abutments including 
abutments fabricated using copy-milled technique are 
available for clinical use, there have been very few labora-
tory studies investigating the fracture resistance of these 
abutment assemblies.17,18 Moreover, the influence of 
diameter is discussed in neither of them.

Therefore, this in vitro study was performed to 
compare the fracture resistance and mode of failure of 
zirconia and titanium abutments with different diameters. 
The null hypotheses were that abutment diameter, 
fabrication technique and abutment material would not 
affect the fracture resistance of the assembly.

MATERIALS AND METHODS

Prefabricated zirconia, copy-milled zirconia and titanium 
abutments of an implant system (XiVE, Dentsply-Friadent, 
Mannheim, Germany) were prepared in different diameters. 

Description of all 14 groups is presented in Table 1. Ten 
specimens were constructed for each group. Copy-milled 
zirconia abutments were fabricated with respect to pre-
fabricated titanium and zirconia-metal abutments using 
Zirkonzahn (Zirkonzahn GmbH, Gais, Italy) device. 
The technician fixed the model in the copy-milling unit 
(Zirkonzahn) and milled it by means of milling burs in 
partially yttrium-stabilized zirconia (Y2O3) green stage 
blocks, according to the manufacturer’s directions. 
Afterwards, the abutments were sunk in the color cove-
ring liquid, and then dried under red lamp. The zirconia 
abutments were then subjected to a sintering process at 
1,500°C in the sintering oven for 8 hours.

All abutments were connected to their correspond-
ing implants using 24 N/cm torque (Electronic torque 
wrench, Implant innovations, Palm beach, FL, USA), 
following the manufacturer’s instructions. The implant, 
abutment screw and the abutment combination were 
hereafter referred to as ‘abutment assembly’. A stainless 
steel jig was fabricated to hold the specimens in a posi-
tion so that the long axis of the implant fixture was tilted 
in a 30° angulation.11,18-21 To prevent inadvertent surface 
damage by the loading stylus on the zirconia abutment 
and to further control loading, a thin layer (0.1 mm) 
of mylar film was inserted between the stylus and the 
abutment. A vertical load was applied to the incisal edge 
(crosshead speed = 0.1 mm/min). The load increased 
with this speed until failure occurred. Fracture resistance 
was measured for all specimens in each group using the 
universal testing machine (Germany 2050, Zuick/Roell) 
and statistically analyzed. After fracture resistance tests, 
the failure modes were studied and categorized as abut-
ment screw fracture, connection area fracture, abutment 
body fracture, abutment body distortion, abutment screw 
distortion and connection distortion.

Table 1: Descriptive data regarding abutment groups

Fabrication method Material
Diameter 
(mm) Group name

Prefabricated Titanium 3.4 PT3.4
3.8 PT3.8
4.5 PT4.5
5.5 PT5.5

Zirconia metal 3.4 PZM3.4
3.8 PZM3.8
4.5 PZM4.5
5.5 PZM5.5

Zirconia 3.8 PZ3.8
4.5 PZ4.5

Custom made Zirconia 3.4 CZ3.4
3.8 CZ3.8
4.5 CZ4.5
5.5 CZ5.5
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STATISTICAL ANALYSIS

Normal distribution of the data was tested using 
Kolmogorov-Smirnov test. Univariate and post-hoc tests 
were used to assess the influence of abutment diameter, 
material and fabrication method on fracture resistance 
of the specimens. The level of statistical significance was 
set at 5%.

RESULTS

Fracture Resistance

Mean fracture resistance of all groups have been catego-
rized by their material and fabrication method (Table 2). 
Univariate analysis showed that fabrication method 
(p = 0.03) and diameter (p < 0.001) had significant effect 
on the fracture resistance of abutments. Results of post- 
hoc Tukey HSD test showed that fracture resistance of 
abutments with 5.5 mm diameter was higher than other 
diameters (p < 0.001). Also, fracture resistance of abut-
ments of 3.4 and 3.8 mm diameter were statistically lower 
than 4.5 mm diameter abutment (p = 0.003 and 0.001, 
respectively). Moreover, it was observed that in the 5.5 
and 3.4 mm groups, copy-milled abutments showed the 
lowest fracture resistance in comparison with prefabri-
cated groups of the respective diameter (p = 0.03).

Modes of Failure

All of the prefabricated titanium abutments fractured 
within the abutment screw. Zirconia-metal abutments 
showed two modes of failure: abutment screw distortion 
(50% of specimens) and body fracture (50% of speci-
mens). Prefabricated zirconia abutments with 3.8 mm 
diameter fractured within the abutment body while 

the same abutments with 4.5 mm diameter underwent 
connection area fracture. Fracture mode in all groups of 
custom made abutments was the same and happened at 
the connection area, except two of these abutments with 
3.8 mm diameter which failed in form of abutment screw 
distortion (Figs 1 to 4).

DISCUSSION

Fracture of dental implants, abutments and screws 
is a potential mechanical complication that poses an 
important and difficult challenge. A systematic review 
on survival and complications of rehabilitation of dental 
implants showed that fracture of abutments and screws 
occurred in 1.5% of abutments after a follow-up time of 
5 years and in 2.5% after 10 years.22 The present study 
investigated several groups of abutments made from 
different materials and with various diameters to assess 
the effect of abutment material and dimension on the 
fracture resistance of the abutment assembly. This 
investigation did not include a full veneer crown in the 
model system, which is in accordance with previous 
studies.11,16,23 Yildirim used crowns on zirconia abutments 

Table 2: Various abutment groups and their mean fracture 
resistance

Fabrication 
method Material

Diameter 
(mm)

Group 
name Mean (SD)

Prefabricated Titanium 3.4 PT3.4 597.96 (54.35)
3.8 PT3.8 500.59 (43.21)
4.5 PT4.5 740.08 (32.12)
5.5 PT5.5 1120.02 (52.01)

Zirconia
metal

3.4 PZM3.4 605.08 (63.64)
3.8 PZM3.8 426.79 (86.29)
4.5 PZM4.5 822.79 (231.09)
5.5 PZM5.5 1286.02 (135.58)

Zirconia 3.8 PZ3.8 688.48 (109.47)
4.5 PZ4.5 838.99 (99.62)

Custom made Zirconia 3.4 CZ3.4 286.81 (257.05)
3.8 CZ3.8 451.21 (124.61)
4.5 CZ4.5 725.04 (200.78)
5.5 CZ5.5 989.54 (98.22)

Fig. 1: Screw distortion in 4.5 mm zirconia metal abutment

Fig. 2: Screw fracture in 3.4 mm titanium abutment
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and stated that zirconia abutment failed in 40% of the 
specimens prior to either the all-ceramic crown fracturing 
or gold screw bending. A crown may act as a shield to 
the effects of the load to the abutment, thus, permitting a 
greater load to be applied before failure occurs.18

Results of the current investigation indicate that in 
abutments of 3.8 and 4.5 mm diameter, no significant 
difference was observed among the experimental groups 
with the same diameter (prefabricated titanium, CAD/
CAM zirconia, zirconia-metal and copy-milled zirconia) 
(Table 2). Therefore, either of the abutments in each 
diameter dimension group could be used instead of the 
other with no concern of fracture. Similar to this finding, 
a randomized controlled clinical trial showed that there 
was no difference in the survival of canine and posterior 
implant crowns supported by zirconia and titanium abut-
ments at 1 year of clinical observation.24 The survival rate 
of both abutments and crowns was 100% for zirconia and 
titanium abutments, as no fractures or loosening of screw 
was observed.24 In another study, Moris et al stated that 
3.8 mm (reduced size) abutments present satisfactory 
mechanical properties and strength compatible with 
4.8 mm (conventional) abutments and can, therefore, be 
used clinically.25 However in a recent study, one-piece zir-
conia abutments exhibited a significantly lower fracture 
resistance than titanium abutments while another study 
showed that fracture strength of zirconia abutments con-
nected to titanium cores was significantly higher than the 
fracture strength of one-piece zirconia abutments.16,26

The mean fracture resistance for group prefabricated-
zirconia with 3.8 mm diameter (PZ 3.8) in the current 
investigation was 688.48 N. Similar values was observed 
in a former study for one-piece zirconia abutments on 
3.75 mm diameter implants.18 No cyclic loading was 
performed in these investigations which might explain 
the superior fracture strength as compared to other 

studies.27,28 However, Att et al showed a fracture resist-
ance of 457 N for the 4.3 mm one-piece zirconia abutments 
after cyclic loading, which is much lower than the values 
reported for prefabricated zirconia abutments of 4.5 mm 
diameter in the current study.29

The present study demonstrates that diameter of abut-
ments had a significant effect on their fracture resistance. 
Abutments with 5.5 mm diameters had the highest resis-
tance while those with 3.4 and 3.8 mm diameters had the 
lowest resistance. This is in accordance with the findings 
of Stimmelmayr et al, where the fracture strength of the 
implant abutment increased with the implant diameter.16 

Therefore, diameter seems to play an important role in 
selecting the abutment material and design.

Comparison of zirconia and zirconia-metal abutments 
with two different diameters of 3.75 and 5.5 mm were 
assessed in a former study in which it is stated that the 
fracture resistance of the zirconia-titanium abutments 
was higher than that of zirconia abutments.16 The fracture 
resistance for the diameter of 3.75 mm was about 2.4 
times greater and, for 5.5 mm, it was about 1.2 times 
greater for the zirconia-titanium abutments than for the 
zirconia abutments. This finding is in agreement with 
this study that fracture resistance of zirconia group of 
3.8 mm diameter is 1.6 times greater than zirconia-metal 
abutments of the same diameter.

However, there is a point of view suggesting that 
reductions in the diameter of abutments caused by prepa-
ration modifications do not adversely affect their resist-
ance.11 Adatia et al showed the preparation of zirconia 
abutments (prepared with 0, 0.5 or 1 mm of external axial 
reduction starting 1 mm above the height-of-contour) 
did not significantly impair the fracture resistance of 
simulated implant assemblies.11 It seems that dimen-
sion of connection area is more important than the body 
walls. In their study, all implant abutments fractured at 

Fig. 3: Screw distortion and body fracture in 3.4 mm zirconia 
metal abutment

Fig. 4: Connection area fracture in 3.8 mm copy-milled abutment



Comparative Evaluation of Fracture Resistance and Mode of Failure of Zirconia and Titanium Abutments

The Journal of Contemporary Dental Practice, August 2015;16(8):613-618 617

JCDP

rates higher than the maximum incisal forces (90–370 N) 
estimated to occur in the anterior region of the mouth.11 
Findings of Adatia et al for regular abutments (4.5–5 mm 
diameter) are in agreement with findings of the current 
investigation for CAD/CAM abutments of 3.8 mm, which 
presents an acceptable clinical performance.11

Failure of the implant-abutment assembly can occur 
at different locations. Occurrence of these fractures at 
specific locations hint to some sort of stress concentra-
tion, which is caused by geometrical (design) effects.30 
The modes of failure observed in the current study 
include abutment fractures, abutment screw fractures, 
screw distortions and connection area fractures. The 
observed modes of failure were specific to the abutment 
design and material, which is in accordance with other 
studies.11,16,18,21,26 Adatia et al reported that the weakest 
point of the abutment assemblies seemed to be the abut-
ment/analog interface.11 Yildirim et al tested external 
hex implant connections, and Mitsias tested conical seal 
design implant connections; both found that zirconia 
abutment assemblies were most likely to fail at the cer-
vical portion of the abutment, near the gold screw and 
platform of the implant.18 This area is assumed to be an 
area of the highest torque and stress concentrations due 
to the levering effects.18 In the study of Foong et al, the 
mode of failure of the zirconia abutments was fracture 
at the apical portion of the abutment without damage or 
plastic deformation of the abutment screw or implant.26 
This is also consistent with results reported by Mitsias 
et al.31 Findings of previous studies are in agreement 
with the results of the current investigation in which the 
weakest part of prefabricated titanium abutments was 
demonstrated to be the abutment screw; however, in the 
other three groups, the limiting component could not be 
recognized.29 This finding is in contrast with findings of 
Stimmelmayr et al, who reported that the fractures of 
the zirconia abutments always initiated in the ceramic, 
partially followed by the abutment screws.16

It will be of great value to investigate the fatigue 
behavior of these implant assemblies at lower but 
repetitive loads, as opposed to the static loads used in the 
current study. The benefit of this type of examination is 
that applying a predetermined load for a defined number 
of cycles provides a better simulation of clinical conditions.  
Repetitive cycling at low loads causes small-scale plastic 
deformations that eventually accumulate over many 
cycles and result in implant failures at loads far below the 
static elastic limit of the material or assembly.19 In fact, 
studies have showed that under fatigue testing (106 load 
cycles), titanium and titanium alloy specimens fracture 
at approximately 50% of the ultimate force required to 
fracture the same specimen under static loading.32

CONCLUSION

Within the limitations of this in vitro study, it could 
be concluded that diameter has a significant effect on 
fracture resistance of implant abutments, as abutments 
with greater diameters are more resistant to static 
loads. Abutments with the same diameter have similar 
strengths, regardless of their composition. Moreover, it 
was observed that copy-milled abutments showed lower 
fracture resistance though all implant abutments failed at 
higher rates than the maximum incisal forces (90–370 N), 
expected to happen in the anterior region of the mouth 
enabling their clinical use.

ACKNOWLEDGMENT

This study was supported by grant #01-70-10106 from 
Dental Research Center of Tehran University of Medical 
Sciences in 2012. 

REFERENCES

 1. Adell R, Eriksson B, Lekholm U, Branemark PI, Jemt T. 
Long-term follow-up study of osseointegrated implants in 
the treatment of totally edentulous jaws. Int J Oral Maxillofac 
Implants 1990;5(4):347-359.

 2. Glauser R, Sailer I, Wohlwend A, Studer S, Schibli M, 
Scharer P. Experimental zirconia abutments for implant-
supported single-tooth restorations in esthetically demanding 
regions: 4-year results of a prospective clinical study. Int J 
Prosthodont 2004;17(3):285-290.

 3. Tripodakis AP, Strub JR, Kappert HF, Witkowski S. Strength 
and mode of failure of single implant all-ceramic abutment 
restorations under static load. Int J Prosthodont 1995;8(3): 
265-272.

 4. Al-Sabbagh M. Implants in the esthetic zone. Dent Clin North 
Am 2006;50(3):391-407.

 5. Furhauser R, Florescu D, Benesch T, Haas R, Mailath G, 
Watzek G. Evaluation of soft tissue around single-tooth 
implant crowns: the pink esthetic score. Clin Oral Implants 
Res 2005;16(6):639-644.

 6. Ingber A, Prestipino V. High-strength ceramic abutment 
provides esthetic, functional alternative. Dent Implantol 
Update 1991;2(8):70-72.

 7. Leutert CR, Stawarczyk B, Truninger TC, Hammerle CH, 
Sailer I. Bending moments and types of failure of zirconia 
and titanium abutments with internal implant-abutment 
connections: a laboratory study. Int J Oral Maxillofac Implants 
2012;27(3):505-512.

 8. Guazzato M, Quach L, Albakry M, Swain MV. Influence of 
surface and heat treatments on the flexural strength of Y-TZP 
dental ceramic. J Dent 2005;33(1):9-18.

 9. Luthardt RG, Holzhuter M, Sandkuhl O, Herold V, 
Schnapp JD, Kuhlisch E, Walter M. Reliability and properties 
of ground Y-TZP-zirconia ceramics. J Dent Res 2002;81(7): 
487-491.

 10. Paphangkorakit J, Osborn JW. The effect of pressure on a 
maximum incisal bite force in man. Arch Oral Biol 1997;42(1): 
11-17.



Reza Shabanpour et al

618

 11. Adatia ND, Bayne SC, Cooper LF, Thompson JY. Fracture 
resistance of yttria-stabilized zirconia dental implant 
abutments. J Prosthodont 2009;18(1):17-22.

 12. Khraisat A, Stegaroiu R, Nomura S, Miyakawa O. Fatigue 
resistance of two implant/abutment joint designs. J Prosthet 
Dent 2002;88(6):604-610.

 13. Alikhasi M, Monzavi A, Bassir SH, Naini RB, Khosronedjad N, 
Keshavarz S. A comparison of precision of fit, rotational 
freedom, and torque loss with copy-milled zirconia and 
prefabricated titanium abutments. Int J Oral Maxillofac 
Implants 2013;28(4):996-1002.

 14. Park JI, Lee Y, Lee JH, Kim YL, Bae JM, Cho HW. Comparison 
of fracture resistance and fit accuracy of customized 
zirconia abutments with prefabricated zirconia abutments 
in internal hexagonal implants. Clin Implant Dent Relat Res 
2013;15(5):769-778.

 15. Kapos T, Ashy LM, Gallucci GO, Weber HP, Wismeijer D. 
Computer-aided design and computer-assisted manufacturing 
in prosthetic implant dentistry. Int J Oral Maxillofac Implants 
2009;24:110-117.

 16. Stimmelmayr M, Sagerer S, Erdelt K, Beuer F. In vitro fatigue 
and fracture strength testing of one-piece zirconia implant 
abutments and zirconia implant abutments connected to 
titanium cores. Int J Oral Maxillofac Implants 2013;28(2): 
488-493.

 17. Butz F, Heydecke G, Okutan M, Strub JR. Survival rate, fracture 
strength and failure mode of ceramic implant abutments after 
chewing simulation. J Oral Rehabil 2005;32(11):838-843.

 18. Yildirim M, Fischer H, Marx R, Edelhoff D. In vivo fracture 
resistance of implant-supported all-ceramic restorations.  
J Prosthet Dent 2003;90(4):325-331.

 19. Gehrke P, Dhom G, Brunner J, Wolf D, Degidi M, Piattelli A. 
Zirconium implant abutments: fracture strength and influence 
of cyclic loading on retaining-screw loosening. Quintessence 
Int 2006;37(1):19-26.

 20. Sailer I, Sailer T, Stawarczyk B, Jung RE, Hammerle CH. In 
vitro study of the influence of the type of connection on the 
fracture load of zirconia abutments with internal and external 
implant-abutment connections. Int J Oral Maxillofac Implants 
2009;24(5):850-858.

 21. Mitsias ME, Silva NR, Pines M, Stappert C, Thompson VP. 
Reliability and fatigue damage modes of zirconia and titanium 
abutments. Int J Prosthodont 2010;23(1):56-59.

 22. Pjetursson BE, Asgeirsson AG, Zwahlen M, Sailer I. 
Improvements in implant dentistry over the last decade: 
comparison of survival and complication rates in older and 
newer publications. Int J Oral Maxillofac Implant 2014;29: 
308-324.

 23. Kerstein RB, Radke J. A comparison of fabrication precision 
and mechanical reliability of 2 zirconia implant abutments. 
Int J Oral Maxillofac Implants 2008;23(6):1029-1036.

 24. Sailer I, Zembic A, Jung RE, Siegenthaler D, Holderegger C, 
Hammerle CH. Randomized controlled clinical trial of 
customized zirconia and titanium implant abutments for 
canine and posterior single-tooth implant reconstructions: 
preliminary results at 1 year of function. Clin Oral Implants 
Res 2009;20(3):219-225.

 25. Moris IC, Faria AC, de Mattos Mda G, Ribeiro RF, Rodrigues 
RC. Mechanical analysis of conventional and small diameter 
conical implant abutments. J Adv Prosthodont 2012;4(3): 
158-161.

 26. Foong JK, Judge RB, Palamara JE, Swain MV. Fracture 
resistance of titanium and zirconia abutments: an in vitro 
study. J Prosthet Dent 2013;109(5):304-312.

 27. Chevalier J, Deville S, Munch E, Jullian R, Lair F. Critical 
effect of cubic phase on aging in 3 mol% yttria-stabilized 
zirconia ceramics for hip replacement prosthesis. Biomaterials 
2004;25(24):5539-5545.

 28. Deville S, Gremillard L, Chevalier J, Fantozzi G. A critical 
comparison of methods for the determination of the aging 
sensitivity in biomedical grade yttria-stabilized zirconia.  
J Biomed Mater Res B Appl Biomater 2005;72(2):239-245.

 29. Att W, Kurun S, Gerds T, Strub JR. Fracture resistance of 
single-tooth implant-supported all-ceramic restorations: an 
in vitro study. J Prosthet Dent 2006;95(2):111-116.

 30. Shemtov-Yona K, Rittel D, Machtei EE, Levin L. Effect of 
dental implant diameter on fatigue performance. Part II: failure 
analysis. Clin Implant Dent Relat Res 2014;16(2):178-184.

 31. Mitsias, ME. Fatigue test analysis of two esthetic implant 
abutments [dissertation]. [New York]: New York University; 
2004. p. 92.

 32. Huang HM, Tsai CM, Chang CC, Lin CT, Lee SY. Evaluation 
of loading conditions on fatigue-failed implants by fracture 
surface analysis. Int J Oral Maxillofac Implants 2005;20(6): 
854-859.

View publication statsView publication stats

https://www.researchgate.net/publication/284912382

